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FOREWORD 

This Indian Standard ( Part 3 ) was adopted by the Bureau of Indian Standards, after the draft finalized by the 
Glassware Sectional Committee had been approved by the Chemical Division Council. 

This standard forms Part 3 of IS 12869 'Methods for determination of viscosity and viscometric fixed points of 
glass'. Part 1 of this standard deals with determination of viscosity by fibre elongation method and Part 1 deals 
with determination of softening point. 

Annealing point and strain point have been found useful for specifying the cooling programme in the production 
of glassware. 

This standard is based on ISO 7884 ; 198 1 'Glass — Viscosity and viscometric fixed points — Part 7 : Determination 
of Annealing point and strain point by beam bending'. 

The composition of the'committee responsible for the formulation of this standard is given in Annex B. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the final value, 
observed or calculated, expressing the result of a test or analysis, shall be rounded ofT in accordance with IS 2 : 1960 
'Rules for rounding off numerical values {revised)'. The number of significant places retained in the rounded off 
value should be the same as that of the specified value in this standard. 
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METHODS FOR DETERMINATION OF 

VISCOSITY AND VISCOMETRIC FIXED 

POINTS OF GLASS 

PART 3 DETERMINATION OF ANNEALING AND STRAIN POINT 
BY BEAM BENDING METHOD 



1 SCOPE 

This standard ( Part 3 ) prescribes methods of deter- 
mining annealing point and strain point of glass by 
beam bending. 

2 REFERENCES 

The following Indian Standards contain provisions 
which through reference in this text, constitute provision 
of this standard. Al the lime of publication, the editions 
indicated were valid. All standards are subject to 
revision, and parties to agreements based on this 
standard arc encouraged to investigate the possibility 
of applying the most recent editions of the standards 
indicated below: 



IS No. 



Title 



7358 : 1984 Thermocouples (first revision) 

12869 Methods for determinations of 

(Part 1 ) : 1 989 viscosity and viscometric fixed points 

of glass : Part I Determination of 

viscosity by fibre elongation method 

3 TERMINOLOGY 

For the purpose of this standard, the definitions given 
in IS 12869 (Part 1) and the following shall apply 

3.1 Annealing Range 

The range of temperature in which stresses in glass 
articles can be relieved at a commercially desirable rate 

For the purposes of comparing glasses, the annealing 
range is assumed to correspond to the temperatures 
between the annealing point T^ and the strain point 
Tu This range corresponds to viscosities around 10'^ 
dPa.s* and somewhat higher \see also IS 12869 
(Part 1)1. 



'1 dPa.s \ 



dNs 



\P 



where 



dN.: 



IS dcci Newton second 



dPa.s isdeci pa.scal second. 

m - 
per metre square and F is the symbol lor poise 



3.2 Annealing Point (fu) 

The temperature at which internal stresses in a glass 
are substantially relieved in a matter of minutes. 

During a test in accordance with the requirements of 
this part of the standard, the rate of viscous deflection 
of the midpoint of the test beam is measured by an 
extensometer with suitable magnification during cooling 
at a rate of 4 ± 1° C per minute. The nominal deflection 
rate djldt, expressed in millimetres per second, is at 
the annealing point ideally given by equation ( 1 ) : 



where 



\dt\ 



44.5 '^lO' 



/, 



(1) 



/j = support span, in mm; 

m = mass of the centrally applied load, in g, 
and 

/g = cross-sectional moment of inertia of 
the test beam in mm'' {see Fig. 5). 

NOTE — The deflection rate djldt which defines the 
annealing point by equation (I), corresponds to a 
viscosity of approximately lO'^aT'a.j. 

3.3 Strain Point {Jxi) 

The temperature at which internal stresses in a glass 
are substantially relieved in a matter of hours. 

The strain point is determined by extrapolation of the 
annealing point data and is the temperature at which 
the viscous deflection rate is 03 1 6 times that observed 
at the annealing point 

NOTK This extrapolated deflection rate corresponds 
to a viscosity of approximately 1 

4 FIELD OF APPLICATION 



dPa. 



This method is applicable to all glasses of normal bulk- 
production compositions, unless the preparation of 
suitable test specimens is hindered by special reasons. 
The method is particularly suited for glasses which 
for one reason or another arc not adaptable for flame- 
working 
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Generally, the annealing point and strain point fall into 
a range of temperature between 300°C and 800°C, 
depending on the type of glass. 

5 PRINCIPLE 

The annealing point is determined by measuring the 
rale of midpoint viscous bending of a simply loaded 
glass beam. The strain point is subsequently determined 
by an extrapolation method 

The annealing and strain points shall be obtained 
following a specified procedure after direct calibration 
of the apparatus using beams of reference glasses 
having known annealing and strain points. 

6 APPARATUS 

6.1 Furnace 

The furnace shall be electrically heated by resistance- 



wire windings of suitable alloys capable of maintaining 
the appropriate temperature. 

Dimensions and details of the furnace construction 
are not critical. A typical example is given in Fig, 1. 

The temperature distribution shall be such that 
differences in temperature greater than 2°C do not result 
over the length of the specimen beam, and along the 
axis of the furnace from the undeflccted beam plane 
to a point 1 3 mm below. 



6.2 Temperature 
Instruments 



Measuring and Indicating 



The alumina-insulated platinum-10 percent rhodium/ 
platinum (type S thermocouples), or nickel-chromium/ 
nickel [type K thermocouples (see IS 7358)] shall exhibit 
low thermal inertia (the diameter of the wires should 
not be greater than 0.5 mm) The wires shall have a 




1 . Alumina muffle support stand 

2. Thermocouple 

3. Zero-adjust mechanism for LVDT 

4 Weight 

5 Laboratory jack 

6. LVDT 

7. Loading rod 

8. Specimen beam 



Fig. 1 Beam Bending Appakati/s 



sufficient length within the furnace (with respect to 
heat conduction along the wires). 

Control thermocouples should be located as close as 
possible to the furnace windings for fast response. 
The hot junction of the measurement thermocouple, 
however, shall be placed within 5 mm of the test specimen 
near the axis of the furnace. In accordance with IS 12869 
(Part 1), the measurement thermocouple shall be 
calibrated and the calibration checked regularly. 

The electrical output of the thermocouples shall be 
determined at zero current by means of potentiometers, 
or high-resistance electronic amplifiers having 
sensitivity of 1 >xV for type S, or 4 |a V for type K thermo- 
couples. Precautions shall be taken that the ice-bath 
for the junction is maintained at O^C throughout the 
test. If the temperature measuring equipment is fitted 
with automatic cold junction compensation, the ice- 
bath can be omitted. 

6.3 Furnace Control 

Suitable means shall be provided for idling the furnace, 
controlling the heating rate and, in the case of very 
hard glasses, limiting the cooling rate to not more than 
5°C per minute. Although commercially available 
programming equipment can be used, a continuously 
variable transformer with manual control may also be 
used. 

6.4 Specimen Support Stand and Lo2. Jing Rod 

A ceramic support stand and a ceramic loading rod 
shall be provided for supporting the test specimen and 
applying the load to the test specimen, respectively. 
The thermal expansion characteristics of both stand 
and rod materials shall be very similar so as to minimize 
motion of the loading rod on cooling due to expansion 
differences {see Annex A), A rectangular alumina muffle 
makes a suitable support stand (see Note). The side 
walls of this muffle can be notched to define the test 
specimen position. The supporting surfaces of these 
notches shall be flat and lie in a plane perpendicular 
to the axis of the furnace The inside edges of these 
supporting surfaces define the support span once the 
test specimen beam starts to deflect. A support span 
of about 50 mm is recommended. A suitable loading 
rod can be provided by a single-crystal sapphire rod 
flame-bent at one end in the form of a shepherd's crook 
The arrangement is shown in Fig. 1 

NOTE — Vitreous silica is a suitable material for both 
support stand and loading rod It is, however, not 
recommended for temperatures above 900 C 

6.5 Extensometer for Measuring Midpoint 
Deflection 

The means of observing the rate of midpoint deflection 
of the beam should be such as to indicate, reliably. 
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over a range of at least 2.5 mm. The graduated scale 
of the extensometer shall permit direct reading to 0.025 
mm and estimates of 0.002 5 mm. Its accuracy shall be 
such that the error of indication will not exceed ± 0,005 
mm for any length change. To ensure this accuracy, 
the extensometer shall be pre -calibrated. A linearly 
variable differential transformer (LVDT) is suitable for 
this purpose but any device (optical, capacitative, or 
other) may be used, provided that the length changes 
are reliably measured as specified The arrangement 
with the LVDT is shown in Fig. 1 . The core of the LVDT 
is attached to the end of the loading rod, whereas the 
coils are attached to the leg of the furnace platform. 
A screw arrangement is provided in the coil attachment 
assembly to move the coils vertically for zeroing 
purposes. 

6.6 Micrometer Calipers 

Micrometer calipers with an accuracy of at least 0.0 1 
mm shall be used for measuring specimen dimensions. 

7 PREPARATIONS 

7. 1 Preparation of the Specimens 

7.1.1 Specimens from Reference Glass 

Choose a reference glass whose annealing point lies 
close to the expected annealing point of the glass under 
test. 

Specimens may either be flame-drawn or centreless 
ground into cylindrical form, or diamond-saw cut and 
mill ground into rectangular form. Non-uniformity of 
any dimension along the length of the specimen shall 
not exceed 2 percent. For a support of span of 50 mm, 
the cross-sectional moment of inertia shall be between 
2 mm'* and 10 mm''. 

Prepare a number of specimens (at least two) with 
different cross-sectional moments of inertia (to be 
calculated according to Fig. 5), but all within the limits 
given above. 

7. 1 .2 Test Specimens 

Prepare the test specimens from the glass under test 
in the same way as in 7. 1. 1 . Take care that the cross- 
sectional moments of inertia of the reference glass beams 
bracket the respective values of the beams from the 
glass under test. 

7.2 Adjustment of the Loading Device 

From the mean of the cross-sectional moments of inertia 
of all the beams which will be measured, determine an 
optimum load by means of the graph in Fig. 2 Choose 
a weight piece such that the total mass of the loading 
device — consisting of the loading rod, LDVT core, 
hooks, fixtures and the weight piece, is close to the 
optimum load. 
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This loading mass m shall be used throughout, both 
for calibration and for test measurements. 

8 PROCEDURE 

8.1 Preparation of a Run 

All runs, both for calibration (specimens from reference 
glass) and for determining the annealing and strain 
point (test specimens), shall be performed in the same 
manner. 

8.1.1 With the furnace at least 25°C below the estimated 
annealing point, remove the top plug and place the 
specimen beam across the support stand at the notch 
points Carefully engage the loading rod with the test 
specimen and centre it using long calipers. Replace 
the top plug 

8.1.2 Apply the weight piece, chosen according to 7.2, 
to the hook on the end of the LVDT core as shown in 
Fig 1. 

8.1.3 Adjust the position of the extensometcr to the 
lower end of its measuring range. Then start heating 
the furnace at a convenient rate, preferably at about 
5°C per minute. Stop heating and establish a cooling 
rate of 4± 1°C per minute when the specimen midpoint 
deflection rate, in millimetres per second, reaches 



(fl 



7 xio-iox /3 



m 



(2) 



where 

df 

-rr - rate of deflection; 

/j = support span, in mm, 



m = maximum of the centrally applied load, 
in g; and 

I^ = cross-sectional moment of inertia of the 
test beam, in mm". 

Reset the extensometer to the lower end of its range. 

NOTE — This deflection rate, corresponding to a viscosity 
of 1 ' ^ dPa.s, guarantees erasure of previous thermal history. 

8. 1 .4 Immediately after cooling has been established, 
take readings of both the extensometer and poten- 
tiometer alternately at 30 seconds intervals so that each 
will be read at intervals of one minute. Continue the 
readings until the temperature is lO^C below the 
annealing point. Such a temperature will generally be 
reached when the extensometer indicates a deflection 
rate three times less than that expected at the anneaUng 
point. If the extensometer goes off range during the 
test, reset it to the lower end of the range by means of 
the vertical zeroing screw Total beam deflections greater 
than 10 mm are excessive. 

8.1.5 Take the change in extensometer readings dunng 
each one minute interval as the rate of midpoint 
deflection at the tempreature recorded for the middle 
of that minute. Plot it logarithmically against its 
corresponding temperature, using suitable coordinated 
paper with linear abscissa (about 400 mm) against 
logarithmic ordinate with three decades (about 250 to 
300 mm). The relation should be substantially linear, 
draw a straight line to represent the plotted points as 
shown in Fig. 3. 

8.2 Calibration 

Carry out the measurements according to 8. 1.1 to 8.1.4 
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Fig. 3 Graphical Method of Analysing Deflection Rate Temperature Data 



on each reference glass beam prepared according 
to 7.1.1, and plot the data according to 8.1.5 and 
Fig. 3. 

From the known annealing point of the reference glass, 
the related midpoint deflection rate {dfldt)^ is derived 
from the graph as shown in Fig. 3 for each beam of 
that reference glass. 

Make a linear diagram as shown in Fig 4, plotting the 
values {dfldt)^ (as found above) against the value of 
l//c (having calculated h according to Fig. 5) for each 
beam of that reference glass. 

This is the calibration curve to be used for the test 
measurements. It is recommended that the apparatus 
be recalibrated periodically, depending on the incidence 
of usage. 

8.3 Test Measurement 

Carry out the measurements according to 8.1.1 to 8.1.4 
on a beam of the glass under test, prepared according 
to 7.1.2 and plot the data according to 8.1.5 and 
Fig. 3. 

9 EXPRESSION OF RESULTS 

9.1 Evaluation of Annealing Point 

From the known dimensions of the test beam, calculate 
the cross-sectional moment of inertia according to 
Fig 5 

From the values l//c find on the calibration curve, as 
in Fig 4 plotted according to 8.2, the related midpoint 



deflection rate at the annealing point (dffdt)^ for the 
beam under test. 

Then, from the log idfldl\ versus temperature plot for 
that beam, drawn according to 8.3 as shown in Fig 3, 
find the related temperature value on the abscissa. This 
is the annealing point T^J of the glass under test. 

9.2 Evaluation of Strain Point 

Calculate the midpoint rate of deflection at the strain 
point {dpdt)^ for the beam under test by means of 
equation (3): 



ei - 



{dpdt\ 
316 



(3) 



Extrapolate the straight line on the data plot (as shown 
in Fig 3) for that beam towards lower temperatures. 

From the extrapolated data plot, find the related 
temperature value on the abscissa corresponding to 
the log {dj]dt\\3\ve determined above This is the strain 
point 7',^ of the glass under test 

9.3 Precision and Accuracy 

This procedure in general will yield annealing points 
to ± tC (standard deviation) of reference glass values 
A strict test of the apparatus is to calibrate with one 
reference glass and then to measure other reference 
glasses on the basis of this calibration. If the other 
reference glass values are within 2°C of their certification 
values, excellent performance has been established. 
If errors arise that increase as the difference in annealing 
points increases, a temperature measurement or 
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distribution problem could exist. This should be 
corrected. If attempts to correct such a situation are 
unsuccessful, an unknown glass should never be 
measured without calibration with a reference glass 
as close as possible in annealing point. 

10 TEST REPORT 

The test report shall include: 

a) reference to this part of IS 1 2869, 

b) descriptiou of the sample, 

c) method of sampling, 
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d) number of test specimens, 

e) method of preparation, 

f) type of apparatus used, 

g) calibration reference and correction applied, 
h) annealing point in degrees Celsius, 

j) strain point in degrees Celsius, and 

k) any change observed in the glass during 
and/or after the test. 



ANNEX A 

( Clause 6.4 ) 

VERIFICATION OF SPECIMEN SUPPORT STAND AND LOADING ROD 



A-1 To evaluate the effectiveness of matching of the 
thermal expansion characteristics of materials used for 
both specimen support stand and loading rod, the 
following procedure is recommended 

A-1.1 In place of a specimen glass beam, put a single 

Stand. Engage the loading rod and centre it in the usual 
manner. Place a moderate weight at the end of the LD VT 
core. Replace the top plug of the furnace and heat to 
a temperature above the usual operating temperature 
range. Set the extensometer near to the middle of its 
range. Establish a cooling rate of 4± 1°C per minute 



and record extensometer reading at the interval of one 
minute throughout the temperature range used for 
annealing point determiantions. No motion should result. 
Any motion detected is probably due to expansion 
differences. Rates above O.OOS mm per minute are 
excessive and should be corrected either by: 

a) correcting observed rates of deflection during 
actual testing by the amount measured in the 
procedure described above, or 

b) selecting two materials with a closer expansion 
match. 
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\ 235 15 19,235 21 15 

Western ; Manakalaya, E9 MIDC, Marol, Andhcri (East) f 832 92 95, 832 78 58 

MUMBAI 400093 1 832 78 9 I, 832 78 92 

Branches : AHMADABAD. BANGALORE. BHOPAL. BHUBANESHWAR. 

COIMBATORE. FARIDABAD. GHAZlABAD GUWAHATl. HYDERABAD JAIPUR 
KANPUR. LUCKNOW. NAGPUR. PATNA. PUNE. THIRUVANANTHAPURAM 



Pnnted st New India Printing Press, Khuria, India 



